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Abstract Novel reprocessing schemes and techniques are
the focus of the Euratom FP7 project ‘‘Actinide Recycling
for Separation and Transmutation’’ (ACSEPT), where the
Paul Scherrer Institute (PSI) is represented in the pyro-
chemical domain. The subject of investigation is the
selective separation of fission products (FPs) from spent
nuclear fuel as a head-end step to either classical hydro
based or pyro processes which are not yet applied on a
large scale. The selective removal of FPs that are major
contributors to the overall radiation dose or bear great
potentials in terms of radiotoxicity (i.e. cesium or iodine),
is advantageous for further processes. At PSI a device was
developed to release volatile FPs by means of inductive
heating. The heating up to 2,300 C promotes the release of
material that is further transported by a carrier gas stream
into an inductively coupled plasma mass spectrometer for
online detection. The carrier gas can be either inert (Ar) or
can contain reducing or oxidizing components like hydro-
gen or oxygen, respectively. The development of the
device by computer aided engineering approaches, the
commissioning and evaluation of the device and data from
first release experiments on a simulated fuel matrix are
discussed.
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Introduction
The radioactive content of spent fuel (SF) and waste gen-
erated by the nuclear fuel cycle possesses a potential risk
for human beings and the environment. The question of
handling these materials continues to be one of the major
obstacles to the creation of new nuclear facilities. Up to
now large amounts of SF and highly active waste from
reprocessing have accumulated worldwide. Therefore, a
significant number of studies in the field of nuclear fuel
cycle are concerned with management of the radioactive
waste to reduce the mass and toxicity of long-lived
radionuclides.
Nowadays the concept of a closed nuclear fuel cycle is
highly discussed as an alternative to the open fuel cycle to
minimize nuclear wastes. A number of strategies have been
proposed to adapt already existing techniques for SF
reprocessing [1, 2]. The aim of the novel strategies is to
separate unwanted species from the components designated
for reuse. In particular the removal of long-lived or volatile
fission products, as well as minor actinides like Am or Cm
is critical. Further the separation of Sr and Cs is important
for safe disposal of high level waste, as they are the main
heat-generating nuclides.
At the moment there are two main reprocessing tech-
nologies under development: aqueous and pyrochemical
(or non-aqueous). In aqueous reprocessing concepts the
fuel pins are fed to dissolvers, where nitric acid is used as a
dissolution media. This solution is used as an input solution
for solvent extraction with tri-butyl phosphate (TBP) in
kerosene. A number of aqueous techniques have been
developed in the last decades and most of them are based
on liquid–liquid extraction: PUREX (used on industrial-
scale in different reprocessing facilities worldwide),
COEX, UREX etc. A more detailed description of
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extraction processes can be found in the Nuclear Energy
Agency Report on Actinide Separation Chemistry [3, 4].
The non-aqueous processes are based on the molten salt
technology and may include voloxidation, FLUOREX and
pyro-reprocessing. Recent studies have repeatedly dem-
onstrated that the use of non-aqueous technologies can
potentially reduce plant sizes and waste volumes due to the
high concentrations that can be handled without the criti-
cality constraints inherent to aqueous systems. Voloxida-
tion implies fluorination of SF and separation of U, Pu and
Np from other materials based on their fluoride volatility.
Pyro-reprocessing employs a molten salt electrorefining
process and results in selective deposition of actinides onto
the cathode [5–7].
Recently an alternative way of FP partitioning from SF
was proposed by the Paul Scherrer Institute that contributes
with a number of other laboratories to the development of
head-end steps for reprocessing technologies in the
framework of the ACSEPT project. The emphasis is put on
the development of thermal and thermochemical treatment
procedures of SFs with the aim of partitioning the FPs from
U and transuranium elements into the gas phase promoted
by inductive heating (Inductive Vaporization).
This paper describes the design and the implementa-
tion of a high temperature Inductive Vaporization device
(InVap). In particular the boundary conditions leading to
the final design of the device are reported. A demon-
stration on a non-irradiated material is given as a proof
of concept.
InVap design and operational parameters
The heating of radioactive material to very high tempera-
tures with the direct detection of the released material by
means of inductively coupled plasma mass spectrometry
(ICP-MS) was the goal of the design process. The bound-
ary conditions where set by the researchers before the
technique was chosen. The actual design of the InVap was
carried out in a computer aided engineering (CAE)
approach. In this approach definition of boundary condi-
tions is followed by the selection of the best candidate
technique for the given purpose. After the technique is
selected, a 3D model is created and optimized by modeling
of various free parameters like gas flows in the apparatus
and comparing the maximum feasible temperature to the
design goal. The following requirements were predefined
for the device:
• Maximum sample temperature [2,000 C
• Ramping of the temperature with heating rates as low
as 10 C min-1
• Capability to handle SF
• Inert, oxidizing (for pre-oxidation) and reducing gas
atmosphere
• Direct connection to an ICP-MS
Evaluation of candidate techniques
In order to meet these criteria laser heating, electrothermal
vaporization and inductive heating were assessed. Since
emission of infrared light is the dominating effect at tem-
peratures[2,000 C the power loss due to radiation had to
be considered. This excluded the heating by laser, because
the power loss would demand a rather powerful and costly
laser or requires an infrared reflector in the close vicinity of
the sample.
For electrothermal vaporization a graphite tube, holding
the sample, is heated by the Joule effect. The commercially
available devices are designed for pulse operation rather
than for slowly increasing the power over a long time. A
very high electrical current is necessary to heat the graphite
tube. Moreover, the sample handling is hampered by the
fact that the sample has to be placed on the L’Vov platform
in the graphite tube. For this procedure the tube has to be
removed from the furnace and later carefully be realigned,
that might cause a problem of contamination when irradi-
ated fuel is treated.
The technique selected as the most promising candidate
was inductive heating of the sample in a graphite crucible.
Inductive heaters are available in nearly any power range
and the shape of the load coil can be freely selected. Fur-
ther, the load coil can be covered with silver to act as a
reflector for the infrared radiation. The devices are
designed for continuous operation at full power and can
ramp the power at almost any rate.
Material selection
The materials for the device were carefully selected since
they have to withstand high temperatures but may not
interact with the inductive heating, except the crucible. As
a cavity wall in the high temperature zone a quartz tube
(30 mm ID) was selected. Quartz can withstand tempera-
tures of [1,000 C at almost full mechanical strength and
is not prone to thermal shock. A window, also made from
quartz, was placed in the lid as an observation port for
temperature measurement. To support the crucible a cera-
mic pillar (MgO) was selected. The material has a maxi-
mum working temperature of 2,400 C and does not
interact with the high frequency field. The base and the lid
of the device are made from aluminum because of its good
machining properties.
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Computer aided engineering (CAE) design
After defining the working conditions and the suitable
materials, a first design study was performed. In this study
the limitations in terms of heat radiation as well as inter-
action of metallic components with the high frequency field
were already considered. The manufacturer of the load coil
limited the maximum ID of the coil to 35 mm which was
considered by selecting an appropriate quartz tube. Limi-
tations from the mechanical point of view were considered
as well as the availability of standard parts like gas con-
nectors, O-rings or quartz windows. The mechanical design
was performed with AutoDesk Inventor 2010 in 3D. The
result of the first design study is shown in Fig. 1. Based on
the study a testbed prototype consisting only of the base,
the quartz tube and the insulation pillar was produced in the
workshop.
The testbed was used to determine the gas temperature
above the crucible, which was necessary to design the lid
of the device and to benchmark the finite element modeling
results obtained by the ANSYS/FLUENT software. The
temperature of the Ar flowing around the crucible was
determined close to the end of the quartz tube to be 400 C
at maximum forward power, which is in good agreement
with simulations. Based on the rather high temperature of
the gas, a quenching with a second gas stream was
implemented which reduced the temperature to approxi-
mately 250 C (Fig. 2). The injection port position was
optimized with ANSYS CFD to achieve good mixing of the high and low temperature gases before exiting the
device.
High frequency equipment
The load coil of the inductive heater is made of silver
plated copper with a rectangular cross section and has an
ID of 35 mm. The silver plating acts as an infrared mirror
that reflects most of the emitted radiation back onto the
crucible. The coil is positioned at the same level as the
carbon crucible containing the sample and is directly
connected to the high frequency matching network. The
matching network itself is connected to the generator
(TNX5 compact, Plustherm Point GmbH, Wettingen,
Switzerland) which provides the 105 kHz high frequency.
Control mechanism
The heater is operated in an open control circuit, meaning
no feed back from the pyrometer is used for the control. To
provide the user with a convenient means of operating the
device, a software frontend was programmed in LabView.
The software enables the user to select heating profiles of
Fig. 1 3D-Model of the first design study of the InVap device. The
total height of the device is about 40 cm. The quartz tube has an OD
of 3 cm
Fig. 2 Temperature data from the ANSYS/FLUENT simulation. In
red the gas temperature at the wall boundary. In green the
temperature at the outlet, and in black (for a selection of nodes) the
temperature in the void volume, is plotted. (Color figure online)
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virtually any kind, only constrained by the maximum
heating and cooling rate of the crucible.
ICP-MS coupling
In order to couple the InVap to the ICP-MS the void of the
device has to be flushed with a carrier gas (Ar). The total
carrier gas stream consists of a sub-stream at a low flow
rate of 0.3–0.5 L min-1 that enters at the base and flows
around the crucible. This sub-stream can be mixed with air
or a hydrogen/argon mixture to adjust for oxidative or
reductive atmosphere. A second argon stream at a flow rate
of 0.6–1.0 L min-1 is introduced beneath the quartz win-
dow to quench the hot carrier gas and prevent the contact of
the released material with the window to avoid condensa-
tion. The ICP-MS (Element 2, Thermo Fisher, Bremen,
Germany) is connected via a 2 mm ID PTFE tubing from
the lid of the InVap. Between the InVap and the ICP a
cyclonic spray chamber can be installed to introduce an
element in liquid form to account for possible changes in
the plasma conditions.
Final setup and implementation
During the final installation and qualification, the testbed
was completed addition of the lid and the pyrometer to
assemble the system as depicted in Fig. 3. The figures of
merit of the InVap, like the maximum heating or the
ramping of the temperature, were determined. All prede-
fined conditions were met or exceeded. The maximum
achievable temperature is around 2,300 C, exceeding the
design criterion by 15 %. A summary of the technical data
is provided in Table 1.
First long term heating tests revealed that the high tem-
perature gradient in the ceramic pillar caused cracking due to
thermal tension: this issue could be circumvented by stack-
ing two crucibles on each other to reduce the temperature
gradient in the insulating pillar. To prevent degradation of
the o-rings sealing the quartz-aluminum interface, the
metallic parts were equipped with channels for cooling
water. Cooling with 20 C water was found to be sufficient.
The pyrometer, used to measure the sample temperature,
has a limited measurement range of 750–2,500 C. The
lack of a temperature measurement device for temperatures
below 750 C made a cross calibration of power to crucible
temperature necessary. The calibration was established by
extrapolation of the high temperature measurements
toward lower temperatures as shown in Fig. 4. It was not
possible to measure the temperature of the crucible
directly, e.g. with a thermo couple, because the measure-
ment device would be heated by the high frequency, which
Fig. 3 Photograph of the assembled InVap device. The length of the
quartz tube is 35 cm, with an OD of 3 cm
Table 1 Technical data of the InVap device
Parameter Value
High frequency 105 kHz
Forward power 100–7,500 W
Maximum heating rate 200 C s-1
Maximum temperature 2,300 C
Maximum time at full power Infinite
Cooling (2,000–750 C) 45 s
Fig. 4 Calibration of the temperature with the forward power of the
inductive heater: red and black markers represent two independent
experiments. (Color figure online)
560 J Radioanal Nucl Chem (2013) 296:557–561
123
would lead to biased results. The possibility of installing a
second pyrometer for the lower temperature range was
considered, but rejected because it would make the InVap
design much more costly and complex.
As final step of the installation and qualification period
the InVap was connected to the ICP-MS and a non-irra-
diated material simulating spent nuclear fuel (SIMFUEL)
[8, 9] was introduced. It was possible to detect the release
of important fission products like Sr and the lanthanides, as
well as U from the matrix. The time dependent response of
the mass spectrometer for a selection of elements is pre-
sented in Fig. 5.
Conclusion and outlook
It was shown that a device for the high temperature treat-
ment of SF with online detection by ICP-MS can be based
on inductive heating. The use of modern CAE-techniques
significantly reduced the time of the design process and
helped to reduce costly and time consuming production of
prototypes. Not a single part had to be machined twice or
was discarded due to design flaws.
The InVap was used for some 200 experiments since its
installation under all predefined conditions. The results are
used in the EURATOM FP7 Project ACSEPT to improve
the flow-sheets for future concepts of SF reprocessing.
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